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Combined Uncertainty in the determination of 90Sr by Liquid Scintillation
Counting - LSC
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window B, 
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UIB, Bkg  K UK

Soil-6 1 11.174 0.238 4.442 0.150 0.674 0.008 5.07 0.29 0.9598 0.0002

2 10.895 0.235 4.402 0.149 0.674 0.008 4.82 0.29 0.9598 0.0002

3 11.027 0.236 5.080 0.160 0.674 0.008 4.49 0.29 0.9598 0.0002

Blank 1 4.371 0.149 1.910 0.098

2 4.295 0.148 1.580 0.089

3 4.300 0.148 1.905 0.098 4.322 0.0425 1.798 0.1886

Gross cpm Average 
Net count rate 

(cpm) corrected for 
90Y in-growth fa/d ufa/d



7.05267 0.00008 0.94 0.02 0.659 0.005 7.60E-10 7.89E-13 1.79052 1.08E-03 1/30/1983 5/15/2007 766454400.00

7.05267 0.00008 0.94 0.02 0.659 0.005 7.60E-10 7.89E-13 1.79054 1.08E-03 1/30/1983 5/15/2007 766454400.00

7.05267 0.00008 0.94 0.02 0.659 0.005 7.60E-10 7.89E-13 1.79054 1.08E-03 1/30/1983 5/15/2007 766454400.00

Average
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