
Dedicata a

Cri

QUALITY ASSURANCE PROGRAM

Dott. Gabriele Guidi, PhD

Dott.ssa Maria Victoria Gutierrez

AziendaOspedaliero - Universitaria di Modena - Policlinico, Modena

guidi.gabriele@aou.mo.it - Phone: +39 059 422 5699

mailto:guidi.gabriele@aou.mo.it


Dedicata a

Cri

Outlines

3/29/2019 G. Guidi - http://medicalphysicsresearch.weebly.com/ 2

ü Introduction

ü Overview of the concept

ü Documents and Guidelines

ü Evolution of Radiotherapy equipment and of the QA programs.

ü Doubts and questions

Today, I will not provide methods for QA and specific testsé 
You can find multiple way for QA é.look into the problems!
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3D-Conformal Radiation Therapy

(3D-CRT) 

Intensity Modulated Radiation Therapy (IMRT)

Volumetric Modulated Radiation Therapy (VMAT)

Fluence Map

Basic Differences in Modern RT Delivery
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3DCRT

Static Target

3DCRT

Dynamic Target

NO Motion evaluation

4DRT

Dynamic Target

4DRT Technologies

Internal Marker Tracking

Dynamic MLC

Robotic Couch

Organs Motion Compensation

Daily Adaptive RT

DIBH

Deformable Registration

Dose Accumulation

3DCRT

Dynamic Target

4DCT Motion Evaluation (ITV)

ñ4DRTò

Dynamic Target

4DCT Motion Limitation

Phases beam-on 20-60%

Abdominal Compressor

MIP 4DCT Reconstruction

Deformation analysis

Dose accumulation

ü Reduce margins?

ü Improve delivery efficacy and efficiency?

ü Follow time and space evolutions?

Define Clinical Objectives and Needs for Future
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Tracking Tracking

Outside Point Of View Inside Point Of View

Whatôs happen inside?

With Tracking you donôt know

Need to synchronize the beam
If you lost the 

synchronization, than you 
will not treat any tumours

You donôt see anything inside....

... you believe than you treat the 
tumours

New Concept for Technology and Treatment
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Setup QA Programs and DO IT!!
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Have a look (Study!) of the Guideline é

Adjust based on your RequirementséYoudonôtneed to ñinventò! 
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NEXT GENERATIONé

Therapy: Equipmentôs Evolution - LINAC
LINAC

IMAGING
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ü LINAC MRI

ü LINAC PET

ü PROTON AND CARBON THERAPY



Dedicata a

Cri

3/29/2019 G. Guidi - http://medicalphysicsresearch.weebly.com/ 10

Clinical Needs

In Example é
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Breast ïSupraclavear Breast and 
Bilateral Breast ïInternal Mammary
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METS ïMultiple Lesions and Total 
Lymphoid Irradiation
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Prostate and Abdominal Lesions



Dedicata a

Cri

3/29/2019 G. Guidi - http://medicalphysicsresearch.weebly.com/ 14

Head and Neck
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Mesothelioma and Lung Lesion
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Brain and Radiosurgery
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Cranio Spinal Irradiation and
Total Body Irradiation (TBI)
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Total Skin Electron & 
Skin Irradiation

Skin Electron Irradiation (SEI)

Total Skin Electron Irradiation (TSEI)
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Technology Evolution and Requirements

2019 é
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Radiation + Nanotechnology & Genomic
Proton

Tomotherapy - 4DCT

Easy

180 cm

10 cm

1 cm

Lesion

ComplexTreatment

VMAT with FFF ïDIBH & 4DRT

IMRT

1 
mm

3D-CRT

Head & Body
Stereotactic

Radiosurgery
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VMAT

Modena Radiation Oncology - Roadmap
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2005

TPS
Treatment Planning System

PLATO
(Nucletron)

RADIOSURGERY
(Ergo -3DLine)

BRACHYTHERAPY
(Nucletron)

Siemens Primus + BeamviewTI

Primeview
Beamview TI

Elekta Precise + aSi + 
MicroMLC

Desktop RT
iView GT
Ergo MicroMLC

Regenerated CT + CobaltRadiology Department CT -MRI/fMRI

Hospital 
System
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PINNACLE
(Philips -TA)

TOMOPLAN
(Tomotherapy)

TPS
Treatment Planning System

4D Planning

MONACO
(Elekta)

ONCENTRA 
(Nucletron)

RADIOSURGERY
(Ergo -Elekta)

BRACHYTHERAPY

(Nucletron)

Tomotherapy

Tomotherapy
IMPAC (R&V)

Siemens Primus + BeamviewTI

IMPAC (R&V)
Beamview TI

Elekta Precise + aSi + MicroMLC

IMPAC (R&V)
iView GT
Ergo MicroMLC

Elekta Synergy+ aSi (Carpi)

IMPAC (R&V)
iViewGT

IMPAC (R&V)

DICOM RT
Archive

Elekta 4DSynergy+VMAT+dMLC+FFF+CBCT
4DCT Toshiba Large Bore + Vision RT & ABC

IMPAC (R&V)

Radiology Department CT -MRI/fMRI -CT/PET -CT/SPECT

Regional
PACS

Hospital 
System

Legal Digital
Repository

Proton TPS

2011
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PINNACLE
(Philips)

TOMOPLAN
(Tomotherapy)

TPS
Treatment Planning System

Raystation
(RaysearchLab )

MONACO
(Elekta)

ONCENTRA 
(ELEKTA)

Homemade
Software

BRACHYTHERAPY
(Nucletron )

Tomotherapy

Tomotherapy
IMPAC (R&V)

Siemens Primus + BeamviewTI

IMPAC (R&V)
Beamview TI

Elekta VERSAHD  + CBCT +

IMPAC (R&V)
iView GT
NSS

Elekta Synergy+ aSi (Carpi)
+Compass

IMPAC (R&V)
iViewGT

IMPAC (R&V)

DICOM RT
Archive

Elekta Versa + dMLC+FFF+CBCT+Robotic Couch
4DCT Toshiba Large Bore + ABC + Sentinel + Clarity

IMPAC (R&V)

Radiology Department CT -MRI/fMRI -CT/4DPET -CT/SPECT

Regional
PACS

Hospital 
System

Legal Digital
Repository

QA Software
(IBA MyQA , 
COMPASS)

2019
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Example: Guideline for Implementation
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ÅLINAC QA
ÅGeometry and mechanical
ÅDosimetric
ÅMLC
ÅSafety and collision
Å Imaging
ÅEPID/ CBCT
ÅCouch

ÅRadiosurgery
ÅPositioning (frame vs. frameless)
ÅAccuracy
ÅRotational of gantry and collimator

ÅSBRT
ÅPositioning (frame vs. frameless)
ÅAccuracy
ÅRotational of gantry and collimator

Å IMRT
ÅPenumbra
Å Inter/interleafs
ÅMLC Interdigitation

ÅVMAT
ÅMLC Interdigitation
ÅLeafs speed
ÅDoserate

ÅDifferent Therapy
ÅLow Doserate/Low MU
ÅLow Dosedose/High MU
ÅHigh Doserate/Low MU
ÅHigh doserate /High MU

Å4D Therapy
ÅBreath synch
ÅBeam on/off and delivery (DIBH)
ÅRamp-up of the beam-on

ÅGantry rotation speed
ÅConstant
ÅVariable

ÅDoserate
ÅConstant
ÅVariable
ÅDiscrete

ÅComplete procedure after interruption
Å3DCRT
Å IMRT
ÅdMLCor Sliding Windows
ÅVMAT
ÅRadiosurgery
ÅSBRT

Å Isocenter junction
ÅJunction of the beam and divergence

ÅNon-Homogeneity condition
ÅCerrobend Block?
ÅTray
ÅReal-time monitor systems

ÅLog files analysis
ÅUnpredictable cases (near missing or errors)
ÅConnectivity with IOS
Åééé.
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Image Guidance?
Not immediatelyébut is a must today

You must now!!
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Define 
Tolerances
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Define 
Frequencies & 

Parameters
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Imaging QA
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Example: QA for Treatment Machine 
using Flat Panel
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FFF MACHINE

VMAT MACHINE

AGREEMENT TPS-PLAN-DELIVERY

During Commissioning: You need to verify the 
tolerance and define the future baseline
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Example: Potential QA and Error Detected



Dedicata a

Cri

3/29/2019 G. Guidi - http://medicalphysicsresearch.weebly.com/ 35

Objects and Phantoms 
can HELP
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Look for:
Small or big errors?
Rare or frequent errors?
Random or systematic errors?
Unpredictable or newly errors?

To be accurate once a year (annual QA) 
or to be adequate everyday (Daily QA)?:

Identify or Prevent Source of Errors?
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Immobilization Deviceé QA or not QA?
Linac Compliant or not?


